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Kirchhoff, F, J. Schmidlin 

Abstract: Since 1998 the Southern Hemisphere ADditional OZonesondes (SHADOZ) project 
has collected more than 2000 ozone profiles fiom a dozen tropical and subtropical sites using 
balloon-borne electrochemical concentration cell (ECC) ozonesondes. The data (with 
accompanying pressure-temperature-humidity soundings) are archived at: 
<http://croc.~c.nasa.crov/shado~. Analysis of ozonesonde imprecision within the SHADOZ 
dataset mompson et al., 2003aI revealed that variations in ozonesonde technique could lead to 
station-testation biases in the measurements. In this paper imprecisions and accuracy in the 
SHADOZ dataset are examined in light of new data. When SHADOZ total ozone column 
amounts are compared to version 8 TOMS (2004 release), discrepancies between sonde and 
satellite datasets decline 1-2 percentage points on average, compared to version 7 TOMS. 
Variability among stations is evaluated using total ozone normalized to TOMS and results of 
laboratory tests on ozonesondes (JOSE-2O00, Jiilich Ozonesonde Intercomparison Experiment). 
Ozone deviations fiom a standard instrument in the JOSE flight simulation chamber resemble 
those of SHADOZ station data relative to a SHADOZdefined climatological reference. Certain 
systematic variations in SHADOZ ozone profiles are accounted for by differences in solution 
composition, data processing and instrument (manufacturer). Instrument bias leads to a greater 
ozone measurement above 25 km over Nairobi and to lower total column ozone at three Pacific 
sites compared to other SHADOZ stations at 0-20"s. 

Index Terms: 0394 - Atmos Structure & Composition - Instruments and techniques; 3309 - 
Climatology (Meteorology & Dynamics); Regions - 93O5,9325,934O79355/Afiica - Atlantic - 
Indian Ocean - Pacific Ocean; 3394 - Meteorology - Instruments 

Free Words - Ozone, Ozonesondes, Satellite Ozone, Tropical Climatology 
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1. Introduction. Insights from the f rs t  three years’ SHADOZ ozone data 

In the past 15 years there has been interest in enhancing the number of tropical ozone 
I .  I .  TpGiEiiCd &GEL? 1Diqiilcs: ?lee& mi? SmW. 

soundings because important scientific issues are hard to resolve without the vertical resolution 
provided through these observations. For example, there has been inadequate geographical and 
temporal coverage in ozone profiles for deducing ozone trends Dgan,  1994; WMO/SPARC, 
1998al in the tropics. Soundings are required to determine the vertical structure of the zonal 
wave-one pattern in equatorial ozone, detected by Fishman and Larsen [1987] and Shiotani 
[ 19921 with satellite data. The wave-one feature refers to more column ozone over the Atlantic 
and adjacent continents (with a maximum near 0’ longitude) than over the Pacific with minimum 
ozone. Ozone profiles are also needed to evaluate satellite tropospheric ozone estimates (e.g. 
Fishman and Balok, 1999; Thompson and Hudson, 1999; Ziemke et al., 1998; 2002) and to 
suggest improved satellite retrievals. 

Additional Ozonesondes; Thompson et al., 2003a,b) was initiated to augment launches at 
selected tropical sites and to provide an archive of ozonesonde and radiosonde data at: 
<http://croc.gsfc.nasa.gov/shado*. Analysis of -1 100 ozone profiles fkom the 1998-2000 
SHAD02 record addressed some of the issues raised above. A longitudinal cross-section of 
ozone showed that the wave-one is predominantly in the troposphere and occufs throughout the 
year mompson et al., 2003bl. The vertical structure of the stratospheric ozone response to the 
Quasi-Biennial Oscillation was detailed using balloon data within two degrees of the equator 
[Logan et al., 20033. In addition, a SHADOZ campaign of opportunity, the Aerosols99 cruise on 
the RYRonaMH. Brawn, uncovered an “Atlantic ozone paradox” [Thompson et al., 2000], 
referring to a higher tropospheric ozone column over the southern hemisphere than over the 
northern hemisphere during the northern tropical biomass fire season. The paradox, also 
detected in satellite observations, appears to be a combination of cross-hemispheric transport, 
photochemical formation of ozone resulting from lightningderived and pyrogenic precursors 
and long-range transport of southern Asian pollution interacting with convection mwards et al., 
2003; Jenkins et al., 2003; Chaffield et al., 20041. 
1.2 Ozonesonde Measurement and Impact on SHADOZ 

Besides the above insights into tropical ozone, SHADOZ soundings shed light on 
ozonesonde technique by providing statistics fiom an exceptionally large dataset. All SHADOZ 
stations use ECC sondes (Section 2), but variations in procedures and instrument type (there are 
two ECC sonde manufacturers) affect the ozone measurement Eornhyr et al., 1995; Johnson et 
al., 2002; Smit and Strater, 2004a,b]. Analysis of 1998-2000 SHADOZ soundings [Thompson et 
al., 2003al showed the following: 

To respond to these and other requirements, the SHAD02 project (Southern Hemisphere 

The precision of the total ozone column by a single instrument is 5%, a value that may be 

Comparison with ground-based instruments at five SHADOZ stations showed agreement 

Comparison with total ozone from the TOMS satellite (version 7 processing) indicates a 

There is no statistically significant difference among the total stratospheric ozone column 

better than previous evaluations [WMO, 1998a,b] because SHAD02 data are taken in a 
fairly uniform meteorological regime. 

between integrated total ozone from the sondes ranging from 2-7% with the best 
agreement at Irene (South Afiica) and Nairobi. 

fair degree of variability (2-1 1%) among stations, with the satellite measurement higher, 
on average, than the sonde total ozone. 

determined from SHADOZ data between 0-22” S, except for Nairobi, which is -10 DU 
higher than the other stations. The Nairobi bias is greatest at the ozone maximum and 
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above. Ozone column amounts in the lower stratosphere (1 5-20 km) are the same at all 
SIJDOZ sites (Figie. 12, ' h m p s m  et al., 2003a). 
Instrument manufacturer bias, deduced from four SHADOZ stations where a mixture of 
instrument type had been employed, was uncertain. Two stations showed no variation. 
In two others, the ENSCI instrument registered several percent more ozone than the 
Science Pump (SPC) instrument. 
Because the World Meteorological Organization (WMO) uses SHADOZ as a model for 

developing procedures for new stations in the Global Atmospheric Watch (GAW) program, it is 
important to understand possible instrument influences on the ozone profiles at individual 
SHADOZ stations. Chamber test experiments (JOSE series = Jiilich Ozonesonde 
Intercomparison Experiment) were conducted under WMO sponsorship in 1996,1998 and 2000. 
In JOSIE-2000, techniques used in the SHADOZ network were intercompared through a 
standard ozone reference instrument. In this paper: 

a 

a Total ozone column amounts from the SHADOZ sondes are compared to version 8 (v 8) 
TOMS, a new processing of the satellite ozone measurement that uses SHADOZ ozone 
profiles. Offsets of sonde total ozone with TOMS v 8 and with colocated total ozone 
instnunents from six SHADOZ stations are compared with the corresponding sonde and 
TOMS version 7 (v 7) offsets. 

columns are compared among stations to see where biases might occur. 

ozone profiles at individual sites. The latter results are compared to JOSE chamber 
profiles to help interpret ozonesonde performance in SHADOZ operations. 

a Variations in total stratospheric column ozone and upper and lower stratospheric ozone 

A SHADOZ climatological "tropical ozone profile" is used to examine variations in a 

2. Observations and Methods. 
2.1 SHADOZData. 

The SHADOZ ozonesonde measurements are made with electrochemical concentration 
cell (ECC) ozonesondes, in which air pumped through a cell containing a potassium iodide (KI). 
Sampled ozone is oxidized producing an electrical proportional to the amount of ozone in the 
atmosphere [Komhyr, 1967; 19861. The signals are transmitted to a ground receiver and the 
ozone partial pressure is recorded through comparison with the pressure readings of an 
accompanying radiosonde. Designed to measure ozone concentrations from the surface to above 
the ozone concentration maximum, the ozonesonde-radiosonde package is flown with a balloon 
that usually bursts at 4-8 Ma. 

presently numbers twelve sites. Irene soundings began in late 1998 and Paramaribo, the first 
northern hkisphere station, started in late 1999. Launches are nominally weekly, with 
occasional additions during field campaigns. Experimental details are at: 
<http://croc.asfc.nasa.aov/sh~o~ and in the Appendix of Thompson et al. [2003a]. A summary 
of station technique, latitude and longitude appears in Table 1. 

For the present analysis, sounding data from the SHADOZ archive for 1998-2002 are 
used except in comparisons with TOMS where 1998-2001 data are employed. After 2001 the 
Earth-Probe (EP)/TOMS instrument diverged too much from the Dobson network to be reliable 
for our purposes [R. McPeters, personal communication, 20041. 

the ozone column is above the balloon burst, the pressure measurement of the radiosonde can 
become become noisy and the sampling pump rate changes. Note the following about our 
calculations of total ozone Erom SHADOZ sondes. First, no normalization is made to total ozone 
from another instrument, such as a satellite or a co-located ground-based total ozone sensor. 

SHADOZ was initiated (January 1998) with nine southern hemisphere stations and 

The sonde instrument is not ideal for calculating total ozone because typically 15-20% of 
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Test Date 

10 Sept 2000 

11 Sept 2000 

14 Sept 2000 

15 Sept 2000 

20 Sept 2000 

21 Sept 2000 

Simul. No. Condition SHADOZ Participant 

91 Tropical NOMCMDL 

92 Tropical 6C 

Sub-tropical CL 

94 Sub-tropical LC 

95 

98 Tropical N A S m F ,  Meteoswiss, 
Univ. Rkunion 

Tropical LL 99 



100 Sub-tropical LL 

Sub-tropical LC 

24 Sept 2000 
. -  ~ 

26 Sept 2000 102 

A 



measurement and the Brewer is frequently less than the satellite ozone. In both cases, though 

of 2001. Sonde total ozone is nearly 10% higher than TOMS, on average, at that time. 
Paramaribo is north of the ITCZ most of the year, quite distinct from other SHADOZ stations 
and the ozone profile (and integrated column) may indeed diverge from them. Accordingly, in 
most subsequent comparisons, we do not compare Paramaribo data with the southern hemisphere 
data. 

and v 8 TOMS, Paramaribo shows a negative deviation. Figure 2 also shows a tendency for the 
Pacific SHADOZ stations and Watukosek to be biased lower relative to TOMS than the Atlantic 
and AErican stations. One reason for this is that the TOMS algorithm (both versions 7 and 8) 
assumes a greater tropospheric ozone column depth (29.8 DU; Table 4 in Thompson et al., 
2003b) than actually measured at the Pacific stations (mean tropospheric column depth, -19 
DU). There is only a 1-2 percentage point change to the TOMS-normalized data at the 
SHADOZ stations (Table 3) using v 8 compared to v 7. However, agreement between the 
southern hemisphere Dobson stations and TOMS v 8, spanned within the shading in Figure 2, 
improved over v 7 (compare offsets shown in podeker et al., 20011). 
3.2 

SHADOZ station variability is due to stratospheric ozone variability among the sites (refer to 
Figures 10-12 in Thompson et al. [2003a]). These analyses are performed with the 1998-2002 
sondes in three ways, as illustrated in Figures 3a-c. The total integrated stratospheric ozone 
column in Figure 3a includes the measured ozone column to 10 hPa and the SBUV 
extrapolation. The latter quantity is an average by month and latitude band, i.e., 0-lON, 0-lOS, 
10-20s WcPeters et al., 19971. The range ofsBUV extrapolation values used for 10-1 hPa is 
36-48 DU. Figure 3% which presents the total integrated stratospheric ozone column (+ l-u), 
shows all the stations overlapping except for Ascension Island (lowest at 167 DU) and 
Paramaribo (highest at 196 DU). All other SHADOZ stations are within the range 177-192 DU. 
In Thompson et al. [2003a] it was concluded that the SHADOZ record does not show a 
statistically significant stratospheric wave-one pattern. Additional data in the present analysis 
(-40% more profiles than in Thompson et al. [2003a]) lead to the same conclusion. 

Two diagnostics are used to look more closely at stratospheric variability: the 15-20 lan 
integral (-1 10-60 hPa) and the CMR extrapolation. Figure 3b, depicting the lower stratospheric 
integrated ozone column, shows almost no variation among the SHADOZ stations (compare 
Figure 11 in Thompson et al. [2003a], where 1998-2000 data were used). An exception is Irene, 
where roughly half the observations are made at mid-latitude conditions. Not counting Irene, the 
range of mean 15-20 km ozone column is 4 DU. The 15-20 km ozone column Uniformity is 
taken as hrther evidence for the lack of a stratospheric wave because zonal variation is expected 
in the lower stratosphere [Shiotani and Hasebe, 1994; Newchurch et al., 20011. 

The CMR is used to diagnose the relative behavior of the upper stratosphere which is not 
expected to vary among the southern hemisphere SHADOZ sites. In Figure 3c, raw CMR values 
are not displayed but rather their deviation from the S B W  add-on for each station (Table 2). 
Variations in the CMR-SBUV parameter may reflect the effect of the sensing solution, the 
instrument used or data processing (primarily the PCF employed by each station Co- 
Investigator). Here, in contrast to the lower stratosphere bias (Figure 3b), the range across the 
SHADOZ stations exceeds 10 DU. The Atlantic stations (Paramaribo-Natal-Ascension) are 
relatively high whereas for total stratospheric ozone, Natal and Ascension are relatively low 
(Figure 3a). Irene, Fiji and San Cristobal are the lowest in normalized CMR Can the precision 

I ess than t!lrpp yea-s of dab me given, 8 TOYS dc:m-%72rd &I!? 3s s:gge§td ir; the s w f i d  hdf 

In Figure 2, where the TOMS-sonde total ozone differences are displayed for both v 7 

Stratospheric Ozone Com~sonsJiom SHADOZ Sondes 
We also examined the integrated stratospheric ozone column to see whether some of the 
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of the stratospheric quantities be estimated using the CMR normalized statistics? The Natal- 

apart, are within 2 DU of one another in all three stratospheric analyses shown in Figure 3. 
3.3 Implications of JOSIE-2000 for SHADOZ Total ~YU€ Stratospheric Ozone 

How do we interpret some of the apparent systematic differences among SHADOZ 
stations? The possibility of instrument effects is considered by referring to selected JOSE-2OOO 
results. First, the deviation between integrated ozone from the sonde in the chamber relative to 
the ozone photometric (OPM) standard is compared to normalized total ozone fiom SHADOZ 
sites. In other words, TOMS, the ground-based instruments and the OPM are treated as 
standards through which the sonde ozone total is intercompared. Figme 4 depicts the following: 

appropriate instrument type for a given SHAD02 station differenced with the integrated 
ozone from the JOSE-2000 OPM. The chamber ozone column was computed with the 
participant's own pump correction factor to capture possible processing biases as well as 
effects of instrument type and sensing solution. 

satellite overpasses (as in Figure 2). 

Dobsons, one Brewer) differenced to the TOMS overpass total ozone. 
Figure 4 shows that differences between sonde total ozone from the three Pacific stations 

Amnsion p ~ '  iTLiid F$-Saxoa pJi =* ody 4 D'u' .qa- hT&r&i lvf&B&, s'&uns d m  bIi 

0 Ozone data from the test chamber integrated fiom s d a c e  conditions to 10 hPa using the 

0 Ozone integrated fiom the SHADOZ station sondes relative to TOMS total ozone from 

Total column ozone from ground-based instruments at five SHADOZ stations (four 0 

and Watukosek and v 8 TOMS (with the sonde reading low relative to the satellite) are mostly 
consistent with the JOSE-2000 results. The field instruments (SPC) read -7% lower than 
TOMS at Samoa and Fiji. That is nearly identical to the JOSE deviation from the OPM and 
within 2% of the TOMS-sonde offsets at Watukosek, where the same technique (NOMCMDL 
method) is used. The TOMS-sonde agreement at San Cristobal is similar to Samoa and 
Watukosek but the TOMS-sonde discrepancy is slightly worse than the JOSE sonde-OPM 
disagreement. Dobson-TOMS (Samoa) and Brewer-TOMS (Watukosek) offsets are smaller (2% 
absolute) than the sonde-TOMS offsets for these stations and for San Cristobal and Fiji. 

JOSE-2000 chamber tests, where the sonde ozone total was -2.5% lower than the standard. The 
Dobson, however, was -2.5% higher than TOMS ozone at Natal. Also, in Figure 4, JOSE-2000 
tests show the instrument type (ENSCI) reading greater in total ozone than the OPM standard for 
the Rknion and Meteoswiss (Nairobi) participants. The sondes recorded 6-7% greater ozone 
than the reference. For the corresponding SHADOZ measurements at Nairobi, total ozone 
normalized to TOMS reads higher than at all other stations but one (Mdinidi). However, the 
TOMS-sonde offset at Nairobi is less than the bias of the corresponding JOSE instruments. The 
TOMS-sonde offset based on Reunion measurements differs nearly lO?! from the chamber tests. 
4. SHAD02 Ozone Profde Analysis 

SHADOZ stations, it is important to evaluate variability arising from the ozone measurement in 
various parts of the profile. This is done in two steps. First, mean SHADOZ ozone profiles fiom 
each station are compared to an overall mean SHADOZ profile. Second, biases in the 
stratospheric ozone segments at SHADOZ stations are compared to corresponding behavior of 
the station technique as tested in JOSE-2000. 
4. I 

CMR isolines are drawn to show tendencies for upper stratospheric variability among the 
SHAD02 stations. What is observed? For the three Pacific stations and Watukosek (Figure Sa). 

Natal shows close agreement between the sonde-TOMS discrepancy (Figure 4) and the 

Although there are relatively small differences in stratospheric ozone column among 

Characteristies of Mean SHADOZ Projles 
Figure 5 shows the mean profile from each southern hemisphere SHADOZ station. The 
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ozone profiles are nearly identical in the lower stratosphere but there is divergence at the 

partial pressure is 14 mPa. For Fiji the maximum partial pressure is -13mPa. Extrapolations 
above 7 hPa (the minimum pressure plotted) fall between the 8 and 10 ppmv isolines. The 
tropospheric profiles of the three Pacific stations are similar in integrated column amount and 
shape. At the surface, ozone is < 2 mPa (14.5 ppbv), declining to the top of the mixed layer. 
Ozone then increases to -600 hPa where a second decline begins that continues to the 
tropopause. The lower tropospheric layer of maximum ozone is due to imported pollution. Only 
at Watukosek, among SHADOZ sites, does pollution-level ozone OCCUT at the fllrface. 

Figure 5b shows that the two Atlantic and two Kenyan stations are similar in the 
stratosphere (- 15 mPa at maximum) except for Ascension where the maximum partial pressure 
is < 14hPa. The upper stratosphere ozone (signified by CMR isoline at 12 ppmv) for Natal, 
Nairobi and Malindi is also greater than for Ascension. In the troposphere, Natal and Ascension 
have peak ozone partial pressure at 700 hPa, a consequence of long-range transport of pollution. 
Back-trajectories initialized at 700 hPa from Natal and Ascension on days of ozonesonde launch 
(images available at the SHADOZ website) show African origins for the highest ozone episodes. 
The two sub-trqical SHADOZ stations (Figure 5c) have peak ozone partial pressure closer to 30 
hPa than to 20 hPa (compare the tropical maximum in Figures 5a,b). Sub-tropical profiles are 
signified by more ozone throughout the lower stratosphere and upper troposphere. In the 
uppermost stratosphere, Irene and Reunion differ, with the latter always higher. This causes a 5 
DU difference in the normalized CMR between the two stations (Figwe 3c). 

define “mean tropical” and “mean sub-tropical” ozone profiles from SHAMlZ data. These can 
be viewed as analogous to the JOSE-2OOO OPM “standard’’ tropical and sub-tropical profiles. A 
SHADOZ “mean tropical” ozone profile, with 1-a standard deviation (Figure 6a), is based on the 
eight stations illustrated in Figures 5a and 5b plus 1998-1999 statistics from Tahiti (see Table 3 
in Thompson et al. [2003a]). For Watukosek, only data from after July 1999, when soundings 
with ECC instruments were initiated, appear in the average. Likewise, the Reunion (2 1’s) and 
Irene (26”s) ozone data are used to define a SHADOZ “mean sub-tropical” ozone profile (Figure 
6b.) The integrated ozone column amounts show a tropical-sub-tropical difference of -15 DU: 

S S Z ~ D S ~ ~ ~ C  i ~ d m u ~ i i .  Foi \F’&G~GSC:L the ~(Zi i i i i~ l i i i i  KGLXS ai -1 5 ZUKI the C O I T ~ S ~ C X I & ~ ~  

For purposes of examining relative features of individual station profiles, it is useful to 

Integrated ozone, surface--lO hPa: 189.4 DU, tropical 206.1 DU, sub-tropical 
Integrated ozone, surface--7 hPa: 212.5 DU, tropical 225.4 DU, sub-tropical 

4.2 

mean, are depicted. Positive deviations signify a higher bias at the same pressure at a SHADOZ 
station relative to the climatological ozone value. Tropospheric absolute deviations sometimes 
exceed 40%. In the stratosphere (taken as above 100 hPa for convenience), the deviations rarely 
exceed lo?!. On average, above 70 hPa, Samoa (Figure 7a) is closest to the climatological mean 
with absolute deviation < 5% up to 10 hPa. Above 80 hPa San Cristobal (Figure 7b) is also close 
to the climatology and the shape is quite uniform throughout the stratosphere. Fiji is distinctive 
among the stations illustrated (Figure 7c) in having the largest positive deviation in the lower 
stratosphere between 40 and 95 hPa. Ascension and Natal (Figures 7d,e) parallel one another in 
the stratosphere. There is a monotonic change in &e deviation, starting from station sondes 
biased low relative to climatology. At 10 @a, both are within 5% of the mean ozone value and 
5-10% greater than Samoa, San Cristobal and Fiji at 10 hPa. Nairobi deviations (Figure 7f) 
resemble Ascension and Natal throughout most of the stratosphere. An exception is in the 80-60 
hPa range where the Nairobi sondes are greater than climatology by -5% and Ascension and 
Natal (Figures 7 d,e) are low by 5-10%. Malindi (Figure 7g) has positive deviations throughout 

SHADOZ Ozone Profile Climatoiogies Relative to Means 
In Figure 7a-h individual station ozone profiles, normalized to the SHADOZ tropical 
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the stratosphere, similar to Nairobi (Figure 70. Watukosek (Figure 7h) has the greatest deviation 
fraz, &e rlai zt &&,e 133 I;Da lmel b;;+, fjG LDa is &~gys  .hiLhin 5% af~\e  r f i a T .  

The results shown in Figure 7 are explored fiuther to see if the tendencies recorded in 
ozone above 100 hPa are consistent with the total ozone patterns and with independent 
evaluation of the SHADOZ technique. First we ask: (1) How do the profile deviations from a 
SHADOZ tropical climatology (depicted in Figure 7) compare to variability in total ozone from 
among the stations? The infomation smarized in Figure 7 is compared to Figure 3 and Table 
3. Figure 3 showed that column-integrated stratospheric ozone to 10 hPa at Samoa, San 
Cris thl ,  Watukosek and Fiji fall within a 7 DU (177- 184 DU) range of one another. This is 
consistent with Samoa and San Cristbbal having profiles close to the tropical mean (Figures 
7a,b). The deviations within the Fiji profile (Figure 7c), positive above 30 hPa and negative 
below, apparently cancel out in the stratospheric integral. Table 3 (also Figure 3a) shows the Fiji 
stratospheric column (179.7 DU) close tothe all-southern tropical station mean (181.8 DU). 

Figure 3 and Table 3 show Ascension -10 DU less in stratospheric column than the other 
stations whereas Nairobi and Malindi are -10 DU greater. Figure 7 indicates how these 
variations might come about. The Ascension stratospheric profile (Figure 7d) is 5% lower than 
climatology, on average, throughout the stratosphere. However, at 80-100 hPa, Ascension is 
greater than climatology so the 15-20 km column integral (Figure 3b) does not deviate 
significantly from the other stations. Natal (Figure 7e), like Fiji, has deviations both positive and 
negative so that its stratospheric integral falls near the mean (Figure 3a). Nairobi and Malindi 
(Figures 7cg) are roughly 5% higher than the climatological profile throughout the stratosphere. 
4.3 SHADOZ Projle Biases and J O S 2 0 0 0  Remits 

How do the deviations at individual SHADOZ stations, relative to the tropical 
climatology, compare to profile deviations for the given technique as recorded in the JOSIE- 
2000 tests with a reference omne standard? Figure 8 illustrates the stratospheric offsets from the 
SHADOZ climatology (as in Figure 7) along with deviations between the corresponding 
chamber instrument and the JOSIE OPM The latter deviations plotted are based on the 
participants specified corrections (PSC). Figure 7 in Johnson et al. [2002] shows that the PSC 
adds 5-10'?! to the measured value above 100 hPa for all but one method used in SHADOZ 
(Table 1; see also Table A-1 in Thompson et al. [2003a]). The exception is a higher PSC (up to 
20% added) used where the NOMCMDL technique is employed (four Pacific stations and 
Watukosek after July 1999). 

San Cristobal, Figures 8 a,b); NASA/WFF method with Natal and Ascension (Figures 8 c,d); the 
Meteoswiss method with Nairobi (Figures 8e,f). Figures 8a and 8b represent two tropical 
JOSE-2000 simulations and display, respectively, the deviations of the sonde from the OPM 
standard with the NOMCMDL sensing solution (2% KI, no buffer) in cells of SPC and ENSCI 
manufacture. The NOMCMDL method is low (-50%) compared to the OPM at 100 P a .  As 
the pressure falls below 60 hPa, agreement improves to within 10% of the standard, averaging a 
little below the OPM in Figure 8a (the SPC instrument) and a little above the OPM (ENSCI) in 
Figure 8b. For the NASA/WFF (Figure 8c,d) and Meteoswiss (Figure 8e,f) methods, JOSIE- 
2000 also shows an underestimate of ozone relative to the OPM in the 100-60 hPa range, though 
of less magnitude (10-20% deviation) than the NOMCMDL method. Deviations of 
NASA/WFF JOSIE and SHADOZ Natal sondes minimize at 40 hPa (Figure 8c,d). 

In Figure 8 the low-ozone bias in all cases in the 100-60 hPa region in the JOSE-2000 
tests reflects the very low absolute ozone amount at 100 hPa in the simulated profile. The sonde 
responses, determined in preexperiment tests (or pre-launch, in the field), are typically 22-35 
seconds, whereas the photometer senses an omne change within a second. In the chamber 

Comparisons are given for three instrument types: NOMCMDL method (Samoa, Fiji, 
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simulation, the ozone partial pressure was nearly zero from 180-100 hPa. Above 100 hPa, as in 

photometer. As ozone continues to increase with decreasing pressure7 the percentage lag is less; 
the agreement with the OPM improves. 

Differences among sonde performance in the JOSE-2000 stratospheric simulations also 
reflect variations in the sonde sensing solution and ECC instrument type. The large contrast in 
sonde response in the 100-60 hPa range when the NOMCMDL method (Figure 8a,b) is 
compared to the other two methods (Figures 8c-f) stems from a difference in buffering of the KI 
solution. After a strong ozone signal has been measured, a buffered solution responds to lower 
ozone sluggishly, a "memoxy" &'. The unbaered NOWCMDL solution (Figure 8 a,b) 
appears to have a greater lag in the 100-60 hPa region relative to the NASA/WFF and 
Meteoswiss instruments (with buffered solutions) because there is no memory from previous 
measurements. Thus, the apparent better ozone response of the NASNWFF and Mete~swiss 
instruments in the lower stratosphere, either simulated or when Fiji offsets (Figure 8a,b) are 
compared to Natal or Nairobi (Figures 809, for example, is partly an artifact of the solution. 

profile (40-10 hPa in Figure 8) where the ozone maximum OCCUTS. However, this influence is 
more difficult to gauge because PSCs are included in both the JOSE-2000 and SHADOZ data. 
In the m e  of the NOMCMDL method (Figure 8qb) the JOSE-2000 tests show a slight 
positive bias above 20 hPa but the SfFADoZ data are all relatively low compared to the tropical 
climatology. Fiji, Samoa, San Cristbbal ozone deviations (Figure 8a,b) average -15% lower 
than ozone at Nairobi above 20 hPa (Figure 8e,f) and 5- lOO? lower than Natal (Figure c,d). 

The MeteosWiss JOSE-2OOO results and SHADOZ Nairobi sonde deviations (Figure 
8e,9 generally follow one another. The Nairobi sondes are higher than the SHADOZ 
climatology throughout the stratosphere. The JOSE-2OOO tests showed a mostly positive bias 
for the Meteoswiss method above 65 hPa. The Meteoswiss and NASA/WFF results appear to 
illustrate a difference in instrument typ.  The JOSE readings shown in Figures 8c-f were taken 
during the same chamber simulations (Nos. 98 and 99) with identically prepared sensing 
solution. Relative to the OPM, the raw signal recorded with the Metmswiss ENSCI instruments 
measured 5-10'?? more ozone throughout the simulated stratosphere than NASAMrFF with SPC. 
This is equivalent to an integrated ozone difference of -20 DU, similar to the high-bias depicted 
for Nairobi in Figure 3a. These contrasts resemble those of the Nairobi sondes relative to the 
SHADOZ tropical climatology and to the Natal and Ascension offsets above -85 hPa (compare 
Figures 8c and 8e). The tendency for the ENSCI instrument to record 57% more total ozone 
h m  100-10 hPa than the SPC when the same solution composition and processing are 
employed, was a major finding of JOSIE-lW8 and JOSE-2000 [Smit and Stditer, 2004qbI. The 
same behavior is observed when ENSCI and SPC instruments prepared identically are launched 
on the same balloon [Johnson et al., 2002; F. J. Schmidlin, personal commUnication, 20031. The 
high ENSCI bias may explain why Watukosek is higher in the upper stratosphere than similarly 
prepared sondes at the three Pacific stations where the SPC instrument is used (Figure 5a) 
5. Summary 

to the new v 8 TOMS total ozone product for the period 1998-2001. At five SHADOZ sites, 
comparisons are also made with ground-based instruments that measure total ozone. The results 
cazl be summarized as follows: 
1. 

the tiopicd al.rnq&ere, cjmne inzrases Shaiilj? bat &e saiibes fiever rcspaiib 6s q&eHy iis thc 

The impact of buffering may be significant in the upper stratospheric portion of the ozone 

In the first part of this paper total ozone columns from SHADOZ stations are compared 

Comparison of total ozone from the SHADOZ sondes and v 8 TOMS shows that, on 
average, the satellite records greater ozone column amount than the sondes or co-located 
Dobson instruments. An exception is at Paramaribo, where the sonde total ozone is more 
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than 5% greater than the satellite overpass amount. These results are similar to sonde 

in agreement between the sonde ozone and v 8 TOMS due to re-calibration of TOMS. 
Station-to-station total column differences between sonde and TOMS v 8 ozone, 
averaged from 1998-2001, are similar to those for 1998-2000 based on comparisons with 
TOMS version 7 [Thompson et al., 2003al. Also similar to v 7, the worst agreement 
between TOMS v8 and the southern hemisphere sondes occurs at stations with the lowest 
tropospheric column ozone. 
Evaluation of column ozone segments within the stratosphere, based on 1998-2002 
SHADOZ data, shows the same stratospheric uniformity (no longitudinal wave-one) and 
upper stratospheric biases reported by Thompson et al. [2003a]. 
In the second part of our analysis, variability among SHADOZ stations, normalized to a 

climatological profile, is evaluated through comparison with instrument performance in JOSIE- 
2000 chamber simulations of balloon ascents in a tropical regime. The major findings include: 
4. 

~ ~ m p a i ~ ~ f i ~  ~ i i h  'v' 7 TOMS ~ X X E ~ ~ S G ~  ~t a!., 2C93~] Lviit is 5 I-27$ &ijiDVmi&iit 

2. 

3. 

Nairobi sondes fiom SHADOZ show a high-ozone bias throughout the stratosphere 
relative to the other southern hemisphere station data. As a result, the mean stratospheric 
ozone column amount over Nairobi is -15 DU higher. 
The JOSIE-2000 chamber tests suggest that the high-ozone bias at Nairobi can be 
explained by a combination of the instrument type and sensing solution employed by the 
Meteoswiss-Kenya Meteorological Department. Above the 20-km mark in the JOSIE 
chamber, the Meteoswiss (ENSCI) instrument read 5-100h higher than the NASNWFF 
instrument (SPC) that used the same solution type. Similar contrasts occur in normalized 
Nairobi and AscensiodNataI omne profiles. 
In JOSE-2000 too low ozone was measured in lower stratospheric segments (100-60 
hPa) where sonde responses lag the standard photometer by 20-30 seconds. This effect 
appears in segments of four SHADOZ stations (Ascension, Natal, Samoa, San Cristbal). 
The impact of sensing solution composition on SHADOZ station variability is harder to 
assess because PSCs are included in the archived data. JOSE-2000 results show 
memory effects associated with buffered solutions (used at all sites except those with the 
NOMCMDL method), especially in the lowest ozone segments (-100 ma). The 
memory effects may also explain positive offsets above 20 hPa at Nairobi and Natal. At 
Fiji, Samoa and San Cristobal, where unbuffered solutions are used, upper stratospheric 
ozone profiles are lower than the SHADOZ-defined climatology. 

Bearing in mind that SHADOZ statistics represent hundreds of balloon flights at some stations, 
compared to a small number of simulations in the JOSE-2000 test chamber (two prototype 
profileshechnique), it is gratifying to note that sonde deviations in JOSE are roughly reflected in 
the sonde biases within the SHADOZ dataset. Ozonesonde instniment issues will be further 
evaluated with results from an April 2004 balloon intercomparison called BESOS (Balloon 
Experiment for Standards of Ozonesondes; <htto://croc.g.sfc.nasa.gov/besos>). As in the JOSIE 
experiments, BESOS features a standard ozone photometer through which a set of sondes flown 
on the same gondola are intercompared (cf Hilsenrath et al., 1986). 

5.  

6. 

7. 
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SHADOZ sites 

Suva, Fiji 

Pago Pago, Am. Samoa 

Papeete, Tahiti 

san clist6bal, Galapagos 

Paramaribo, Surinam 

Natal,Brazil 

Ascension Island 

Irene, south f i c a  

Nairobi, Kenya 

Malindi, Kenya 

LaRkunion 

Watukosek, Indonesia 

Kaashidhoo, Maldivest 

Aerosols99 Cruiset 

LatJLong. (deg) Station Station JOSIE JOSE 
Meth. Instru. Meth.* Instm. 

-18.13 178.40 2%KI SPC 2%KI SPC 

-14.23 -170.56 2%KI SPC .2%KI SPC 

-18.00 -149.00 2%KI SPC 2%KI SPC 

-0.92 -89.60 2%KI SPC 2%KI SPC 

5.81 -552 1%KI SPC -- -- 
-5.42 -35.38 1%KI SPC,** 1%KI SPC 

. ENSCI 

-7.98 -14.42 1%KI SPC,** 1%KI SPC 
ENSCI 

-25.25. 28.22 l%KI SPC I - 
-1.27 36.80 1%KI ENSCI 1%KI ENSCI 
-2.99 40.19 1%KI SPC - - 

-2 1.06 55.48 .5, 1% SPC,** .5,2% ENSCI 
KI ENSCI KI 

-7.57 112.65 l%? ENSCI - -- 
5.0 73.5 2%KI ENSCI - - 

- 2%KI ENSCI - I 

* Responsible Co-I JOSE participant: NOMCMDL for Fiji, Samoa, San Cristobal, Tahiti; NASA 
Wallops Fllght Facility for Natal, Ascension; Mdeosuisse for Nairobi; UNv. Rhnion for La 
&union. FZ-Juelich JOSIE participant test method used at Irene, Paramaribo. 
** Mixture of solution strengths, instruments used; see details in "hompson et al. [2003a] 
t Campaign data in SHADOZ archive. 23 sondes from Aerosols99 cruise, Januuy-February 1999 
[Thompson et al., 2OOOJ; 54 sondes from Kaashidhcotaken during late January-March 1999 Figure 1 lb 
in Thompson et al., 2003bJ 
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Figure Captions 

Fig 1 

Fig 2 

Fig 3 

Fig 4 

Fig 5 

Upper Panel: A comparison of integrated total ozone from sondes, TOMS satellite (Level 2, 
version 8) overpasses and Dobson or Brewer instruments at the following SHADOZ stations: 
(a) Natal; (b) Nairobi; (c) Irene; (d) Samoa; (e) Paramaribo. Lower Panel: % deviation 
relative to the sonde or the ground-based instrument (TOMS version 8). Sonde-grouud-based 
instrument differences are indicated by a *. Integrated ozone from sondes based on data to 
10 hPa with extrapolation above 10 hPa from McPeters et al. [ 1 !XVI climatology. In 
Thompson et al. [2003a], comparisons are with TOMS v 7 total ozone and sondes reaching 7 
hPa before balloon burst. Overall features using v 7 resemble those shown here with v 8. 
Summary of averaged differences between total ozone &om SHADOZ sondes and from 
TOMS (v 7; cf Figure 9, Thompson et al., 2003a) and sondes and TOMS v 8. Data to 10 hPa 
(Table 3) with S B W  extrapolation are used for sonde total ozone. Shaded region 
corresponds to "best total ozone" based on Dobsons and most recent TOMS calibration. 
(a) Zonal view of stratospheric column ozone determined from integrated stratospheric 
ozone of soundings plus S B W  extrapolation. Bars indicate I-a standard deviation. For 
Irene, column may be higher because mid-latitude stratospheric conditions often prevail. The 
lack of distinct zonal variation in the stratospheric column signdies the absence of a zonal 
wave-one in the stratosphere. However, uncertainty about the tropopause location introduces 
4-5 DU imprecision in the values shown and a wave amplitude smaller than that could not be 
verified; (b) zonal view of integrated column ozone (DU) between 15 and 20 km, with 1-a 
standard deviation; (c) m d  view of the difference between average CMR (constant-mixing- 
ratio) extrapolations and SBUV for SHAD02 Stations. 
Summary of averaged differences between total ozone from SHADOZ sondes and &om 
TOMS (*, v 8, as in Fig 2) with difference between co-located ground-based total ozone and 
TOMS (0, v 8). Also shown for each Station is the mean difference in total ozone between 
the representative JOSE-2000 sonde type and the JOSE-2000 chamber standard (0, standard 
= OPM, ozone photometer). 
Mean ozone profiles (fiom 1998-2002) from soundings that reached 7.0 hPa pressure based 
on 0.25 km averages. (a) Pacific, eastern Indian Ocean stations: Fiji, American Samoa, San 
Cristbbal, Watukosek; (b) Atlantic and Kenyan sites: Natal (Brazil), Ascension, Nairobi, 
Malindi; (c) two sub-tropical stations in SHADOZ, Rkunion and Irene. The standard 
deviation (1-0) for these averages is +/-I. 5 mPa at the stratospheric maximum and -0.3 mPa 
elsewhere in the stratosphere. In the middle troposphere, due to large natural variability, the 
1-0 standard deviation is -0.5 mPa at the Pacific stations and > 1 mPa at the others. Constant- 
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mixing ratio (CMR) isolines are also illustrated Our CMR dehition uses the uppermost 

mean CMR above 7.0 hPa is given in Table 3. 
Fig 6 Climatological mean profiles based on 1998-202 SHAD02 data with mean and 1 -u standard 

deviation (shaded). (a) "tropical" based on all southern hemisphere SHADOZ stations except 
Rimion and Irene; (b) "sub-tropical" based on Rimion and Irene data Constant mixing 
ratio isolines shown. 

Fig 7 Mean SHAD02 Station profiles (1998-2002) shown in Figure 5a,b normalized to the 
climatological meau in Figure 6a (a) Samoq (b) San Cridbal; (e) Fiji; (d) Ascension; (e) 
Natal; (f) Nairobi; (g) Malindi; (b) Watukosek. 

Fig 8 Same deviations as Figure 7 except stratospheric portion of sonde illustrated fiom 100-10 W a  
Stations are clustered according to technique used. Also shown are deviations of participant 
specified Corrections W C )  from OPM standard in JOSIE-2000. (a,b) NOAA/CMDL JOSE 
with deviations from SHADOZ tropical mean profile for Samoa, Fiji, San Crh5ba.l; (c,d) 
NASA/WFF JOSE deviations with SHADOZ deviations based on Natal and Ascension data; 
(e,Q Meteoswiss JOSE deviations with Nairobi deviation from SHADOZ tropical mean. 
JOSE-2OOO data are two minute running averages. 
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Longtitude dependence of TOMS-Sonde differences 
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1998-2002 SHADOWJOSIE profile comparisons 
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Popular Summary 

The Southern Hemisphere Additional Ozonesondes (SHADOZ) 1998- 
2002 Tropical Ozone Climatology. 3. Instrumentation and Station- 

to-station Va ria bi I ity 
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Since 1998 the Southern Hemisphere ADditional OZonesondes (SHADOZ) project 
has collected more than 2000 ozone profiles from a dozen tropical and subtropical 
sites using balloon-borne electrochemical concentration cell (ECC) ozonesondes. 
See: <http://croc.qsfc.nasa.qov/shadoz>. It turns out that analysis of 
ozonesondes data from SHADOZ [Thompson et al., 2003al revealed that variations 
in ozonesonde technique might cause station-to-station biases in the ozone 
readings. In  Sept 2000 we had an opportunity to participate in the JOSIE-2000 
chamber tests with all the SHADOZ methods mentioned. The purpose was to  
examine SHADOZ data in the light of  the chamber tests. We found that certain 
variations in SHADOZ ozone profiles are accounted for by differences in solution 
composition, data processing and instrument (manufacturer). Instrument bias 
leads to  a greater ozone measurement above 25 km over Nairobi and to  lower total 
column ozone at three Pacific sites compared to other SHADOZ stations at 0-20's. 
in the measurements. We also in this paper compared SHADOZ total ozone column 
amounts to version 8 TOMS (2004 release). Discrepancies between sonde and 
satellite datasets declined 1-2 percentage points on average, compared to  version 7 
TOMS but were still quite at variance (up t o  8%) in total ozone at some sites. 
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The Southern Hemisphere Additional Ozonesondes (SHADOZ) 1998-2002 Tropical Ozone 
Climatology. 3. Instrumentation and Station-to-station Variability 

A. M. Thompson, J. C. Witte, H. G. J. Smit, S. J. Oltmans, B. J. Johnson, V. W. J. E 
Kirchhoff, F. J. Schmidlin 

Abstract: Since 1998 the Southern Hemisphere ADditional OZonesondes (SHADOZ) project 
has collected more than 2000 ozone profiles from a dozen tropical and subtropical sites using 
balloon-borne electrochemical concentration cell (ECC) ozonesondes. The data (with 
accompanying pressure-temperature-humidity soundings) are archived at: 
<httD://croc.asfc.nasa.&ov/shadoz>. Analysis of ozonesonde imprecision within the SHADOZ 
dataset [Thompson et al., 2003aI revealed that variations in ozonesonde technique could lead to 
station-testation biases in the measurements. In this paper imprecisions and accuracy in the 
SHAD02 dataset are examined in light of new data. When SHADOZ total ozone column 
amounts are compared to version 8 TOMS (2004 release), discrepancies between sonde and 
satellite datasets decline 1-2 percentage points on average, compared to version 7 TOMS. 
Variability among stations is evaluated using total ozone normalized to TOMS and results of 
laboratory tests on ozonesondes (JOSE-2000, Jiilich Ozonesonde Intercomparison Experiment). 
Ozone deviations from a standard instrument in the JOSIE flight simulation chamber resemble 
those of SHADOZ station data relative to a SHADOZdefined climatological reference. Certain 
systematic variations in SHAD02 ozone profiles are amunted for by differences in solution 
composition, data processing and instrument (manufacturer). Instrument bias leads to a greater 
ozone measurement above 25 km over Nairobi and to lower total column ozone at three Pacific 
sites compared to other SHAD02 stations at O-ZOOS. 

Index Terms: 0394 - Amos Structure & Composition - Instruments and techniques; 3309 - 
Climatology (Meteorology & Dynamics); Regions - 9305,9325,9340,9355/Afiica - Atlantic - 
Indian Ocean - Pacific Ocean; 3394 - Meteorology - Instruments 
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1. 
I .  I .  Trcpical Ozone Profiles: Need9 m d  Sam.  

soundings because important scientific issues are hard to resolve without the vertical resolution 
provided through these observations. For example, there has been inadequate geographical and 
temporal coverage in ozone profiles for deducing ozone trends [Logan, 1994; WMO/SPARC, 
1998al in the tropics. Soundings are required to determine the vertical structure of the zonal 
wave-one pattern in equatorial ozone, detected by Fishman and Larsen [1987] and Shiotani 
[ 19921 with satellite data. The wave-one feature refers to more column ozone over the Atlantic 
and adjacent continents (with a maximum near 0’ longitude) than over the Pacific with minimum 
ozone. Ozone profiles are also needed to evaluate satellite tropospheric ozone estimates (e.g. 
Fishman and B a l k  1999; Thompson and Hudson, 1999; Ziemke et al., 1998; 2002) and to 
suggest improved satellite retrievals. 

Additional Ozonesondes; Thompson et al., 2003a,b) was initiated to augment launches at 
selected tropical sites and to provide an archive of ozonesonde and radiosonde data at: 
<http://croc.gsfc.nasa.gov/shadoz>. Analysis of - 1 100 ozone profiles from the 1998-2000 
SHADOZ record addressed some of the issues raised above. A longitudinal cross-section of 
ozone showed that the wave-one is predominantly in the troposphere and OCCUTS throughout the 
year r]rhompson et al., 2003bl. The vertical structure of the stratospheric ozone response to the 
Quasi-Biennial Oscillation was detailed using balloon data within two degrees of the equator 
[Logan et al., 20031. In addition, a SHADOZ campaign of opportunity, the Aerosols99 cluise on 
the WRonald H. Brown, uncovered an “Atlantic ozone paradox” [Thompson et al., 20001, 
referring to a higher tropospheric ozone column over the southern hemisphere than over the 
northern hemisphere during the northern tropical biomass fire season. The paradox, also 
detected in satellite observations, appears to be a combination of cross-hemispheric transport, 
photochemical formation of ozone resulting from lightningderived and pyrogenic precursors 
and long-range transport of southern Asian pollution interacting with convection [Edwards et al., 
2003; Jenkins et al., 2003; Chaffield et al., 20043. 
1.2 Ozonesonde Measurement and Impact on SHADOZ, 

Besides the above insights into tropical ozone, SHADOZ soundings shed light on 
ozonesonde technique by providing statistics from an exceptionally large dataset. All SHAD02 
stations use ECC sondes (Section 2), but variations in procedures and instrument type (there are 
two ECC sonde mandacturers) affect the ozone measurement Eomhyr et al., 1995; Johnson et 
al., 2002; Smit and Strater, 2004a,b]. Analysis of 1998-2000 SHADOZ soundings [Thompson et 
al., 2003al showed the following: 

Introduction. Insights from the first three years’ SHADOZ ozone data 

In the past 15 years there has been interest in enhancing the number of tropical ozone 

To respond to these and other requirements, the SHADOZ project (Southern Hemisphere 

0 The precision of the total ozone column by a single instrument is 5%, a value that may be 

Comparison with ground-based instruments at five SHADOZ stations showed agreement 

Comparison with total ozone from the TOMS satellite (version 7 processing) indicates a 

There is no statistically significant difference among the total stratospheric ozone column 

better than previous evaluations [WMO, 1998qbl because SHADOZ data are taken in a 
fairly uniform meteorological regime. 

between integrated total ozone from the sondes ranging from 2-7% with the best 
agreement at Irene (South Afiica) and Nairobi. 

fair degree of variability (2-1 1%) among stations, with the satellite measurement higher, 
on average, than the sonde total ozone. 

determined from SHADOZ data between 0-22” S, except for Nairobi, which is -10 DU 
higher than the other stations. The Nairobi bias is greatest at the ozone maximum and 

0 

0 

0 
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above. Ozone column amounts in the lower stratosphere (1 5-20 km) are the same at all 
S H A J X X  sites (F@m 12, fi.smpsm et id., 2CC3z). 
Instrument manufacturer bias, deduced from four SHADOZ stations where a mixture of 
instrument type had been employed, was uncertain. Two stations showed no variation. 
In two others, the ENSCI instrument registered several percent more ozone than the 
Science Pump (SPC) instrument. 
Because the World Meteorological Organization (WMO) uses SHADOZ as a model for 

developing procedures for new stations in the Global Atmospheric Watch (GAW) program, it is 
important to understand possible instrument influences on the ozone profiles at individual 
SHADOZ stations. Chamber test experiments (JOSE series = Jiilich Omnesonde 
Intercomparison Experiment) were conducted under WMO sponsorship in 1996, 1998 and 2000. 
In JOSE-2O00, techniques used in the SHADOZ network were intercompared through a 
standard ozone reference instrument. In this paper: 

0 

Total ozone column amounts from the SHADOZ sondes are compared to version 8 (v 8) 
TOMS, a new processing of the satellite ozone measurement that uses SHADOZ ozone 
profiles. Offsets of sonde total ozone with TOMS v 8 and with colocated total ozone 
instruments fiom six SHADOZ stations are compared with the corresponding sonde and 
TOMS version 7 (v 7) offsets. 

columns are compared among stations to see where biases might occur. 

ozone profiles at individual sites. The latter results are compared to JOSE chamber 
profiles to help interpret ozonesonde performance in SHADOZ operations. 

0 Variations in total stratospheric column ozone and upper and lower stratospheric ozone 

A SHADOZ climatological “tropical ozone profile” is used to examine variations in 

2. Observations and Methods. 
2. I SHAD02 Dah. 

cell (ECC) ozonesondes, in which air pumped through a cell containing a potassium iodide (KI). 
Sampled ozone is oxidized producing an electrical proportional to the amount of ozone in the 
atmosphere [Komhyr, 1967; 19861. The signals are transmitted to a ground receiver and the 
ozone partial pressure is recorded through comparison with the pressure readings of an 
accompanying radiosonde. Designed to measure ozone concentrations fiom the surface to above 
the ozone concentration maximum, the ozonesonde-radiosonde package is flown with a balloon 
that usually bursts at 4-8 ma. 

presently numbers twelve sites. Irene soundings began in late 1998 and Paramaribo, the first 
northern hemisphere station, started in late 1999. Launches are nominally weekly, with 
occasional additions during field campaigns. Experimental details are at: 
<http://croc.gsfc.nasa.nov/shadoz> and in the Appendix of Thompson et al. [2003a]. A summary 
of station technique, latitude and longitude appears in Table 1. 

For the present analysis, sounding data from the SHADOZ archive for 1998-2002 are 
used except in comparisons with TOMS where 1998-2001 data are employed. After 2001 the 
Earth-Probe (EP)/TOMS instrument diverged too much from the Dobson network to be reliable 
for our purposes [R. McPeters, personal communication, 20043. 

the ozone column is above the balloon burst, the pressure measurement of the radiosonde can 
become become noisy and the sampling pump rate changes. Note the following about our 
calculations of total ozone from SHADOZ sondes. First, no normalization is made to total ozone 
from another instrument, such as a satellite or a co-located ground-based total ozone sensor. 

The SHADOZ ozonesonde measurements are made with electrochemical concentration 

SHADOZ was initiated (January 1998) with nine southern hemisphere stations and 

The sonde instrument is not ideal for calculating total ozone because typically 15-20% of 
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Test Date 

10 Sept 2000 

1 1  Sept2000 

14 Sept 2000 

15 Sept 2000 

20 Sept 2000 

21 Sept 2000 

Simul. No. Condition SHAD02 Participant 

91 Tropical NOMCMDL 

92 Tropical 

94 Sub-tropical 

95 

98 Tropical NASA/WFF, MeteosWiss, 

99 Tropical 

LL 

LL 

Sub-tropical LL 

Univ. Reunion 
LL 



100 Sub-tropical 

26 Sept 2000 102 Sub-tropical 

24 Sept 2000 - 

A 

U 

CL 



measurement and the Brewer is frequently less than the satellite ozone. In both cases, though 
!SS &m three ya-a af d&%i me giveii, a TOMS bownwarci drift is suggested in the second half 
of 2001. Sonde total ozone is nearly 10% higher than TOMS, on average, at that time. 
Paramaribo is north of the ITCZ most of the year, quite distinct from other SHADOZ stations 
and the ozone profile (and integrated column) may indeed diverge fiom them. Accordingly, in 
most subsequent comparisons, we do not compare Paramaribo data with the southern hemisphere 
data. 

and v 8 TOMS, Paramaribo shows a negative deviation. Figure 2 also shows a tendency for the 
Pacific SHAD02 stations and Watukosek to be biased lower relative to TOMS than the Atlantic 
and African stations. One reason for th is  is that the TOMS algorithm (both versions 7 and 8) 
assumes a greater tropospheric ozone column depth (29.8 DU; Table 4 in Thompson et al., 
2003b) than actually measured at the Pacific stations (mean tropospheric column depth, -19 
DU). There is only a 1-2 percentage point change to the TOMS-normalized data at the 
SHADOZ stations (Table 3) using v 8 compared to v 7. However, agreement between the 
southern hemisphere Dobson stations and TOMS v 8, spanned within the shading in Figure 2, 
improved over v 7 (compare offsets shown in Podeker et al., 20011). 
3.2 

SHADOZ station variability is due to stratospheric ozone variability among the sites (refer to 
Figures 10-12 in Thompson et al. [2003a]). These analyses are performed with the 1998-2002 
sondes in three ways, as illustrated in Figures 3a-c. The total integrated stratospheric ozone 
column in Figure 3a includes the measured ozone column to 10 hPa and the SBUV 
extrapolation. The latter quantity is an average by month and latitude band, i.e., 0-lON, 0-lOS, 
10-20s [McPeters et al., 19971. The range of S B W  extrapolation values used for 10-1 hPa is 
36-48 DU. Figure 3% which presents the total integrated stratospheric ozone column e 1-o), 
shows all the stations overlapping except for Ascension Island (lowest at 167 DU) and 
Paramaribo (highest at 196 DU). All other SHADOZ stations are within the range 177-192 DU. 
In Thompson et al. [2003a] it was concluded that the SHADOZ record does not show a 
statistically significant stratospheric wave-one pattern. Additional data in the present analysis 
(-40% more profiles than in Thompson et al. [2003a]) lead to the same conclusion. 

Two diagnostics are used to look more closely at stratospheric variability: the 15-20 km 
integral (-1 10-60 hPa) and the CMR extrapolation. Figure 3b, depicting the lower stratospheric 
integrated ozone column, shows almost no variation among the SHADOZ stations (compare 
Figure 11 in Thompson et al. [2003a], where 1998-2000 data were used). An exception is Irene, 
where roughly half the observations are made at mid-latitude conditions. Not counting Irene, the 
range of mean 15-20 km ozone column is -4 DU. The 15-20 km ozone column uniformity is 
taken as further evidence for the lack of a stratospheric wave because zonal variation is expected 
in the lower stratosphere [Shiotani and Hasebe, 1994; Newchurch et al., 20011. 

The CMR is used to diagnose the relative behavior of the upper stratosphere which is not 
expected to vary among the southern hemisphere SHADOZ sites. In Figure 3c, raw CMR values 
are not displayed but rather their deviation from the SBUV add-on for each station (Table 2). 
Variations in the CMR-SBUV parameter may reflect the effect of the sensing solution, the 
instrument used or data processing (primarily the PCF employed by each station Co- 
Investigator). Here, in contrast to the lower stratosphere bias (Figure 3b), the range across the 
SHADOZ stations exceeds 10 DU. The Atlantic stations (Paramaribo-Natal-Ascension) are 
relatively high whereas for total stratospheric ozone, Natal and Ascension are relatively low 
(Figure 3a). Irene, Fiji and San Cristobal are the lowest in normalized CMR. Can the precision 

In Figure 2, where the TOMS-sonde total ozone differences are displayed for both v 7 

Stratospheric Ozone Com~isons_Fom SHADOZ Sondes 
We also examined the integrated stratospheric ozone column to see whether some of the 



of the stratospheric quantities be estimated using the CMR normalized statistics? The Natal- 
Piscmsis:: pzir EX! Fiji-Samoa pJi ai2 d y  4 DU ay&. Nairobi ana 12.liuindi, stations -400 km 
apart, are within 2 DU of one another in all three stratospheric analyses shown in Figure 3. 
3.3 Impiicatiom of JOSIE-2000 for SHADOZ Total and Stratospheric Ozone 

How do we interpret some of the apparent systematic differences among SHADOZ 
stations? The possibility of instrument effects is considered by referring to selected JOSE-2000 
results. First, the deviation between integrated ozone from the sonde in the chamber relative to 
the ozone photometric (OPM) standard is compared to normalized total ozone from SHADOZ 
sites. In other words, TOMS, the ground-based instruments and the OPM are treated as 
standards through which the sonde ozone total is intercompared. Figure 4 depicts the following: 

appropriate instrument type for a given SHADOZ station differenced with the integrated 
ozone from the JOSE-2000 OPM. The chamber ozone column was computed with the 
participant’s own pump comction factor to capture possible processing biases as well as 
effects of instrument type and sensing solution. 

satellite overpasses (as in Figure 2). 

Dobsons, one Brewer) differenced to the TOMS overpass total ozone. 
Figure 4 shows that differences between sonde total ozone from the three Pacific stations 

. . - .. 

Ozone data from the test chamber integrated from surface conditions to 10 hPa using the 

e Ozone integrated from the SHADOZ station sondes relative to TOMS total ozone from 

Total column ozone from ground-based instruments at five SHADOZ stations (four 

and Watukosek and v 8 TOMS (with the sonde reading low relative to the satellite) are mostly 
consistent with the JOSE-2000 results. The field instruments (SPC) read -7% lower than 
TOMS at Samoa and Fiji. That is nearly identical to the JOSE deviation from the OPM and 
within 2% of the TOMS-sonde offsets at Watukosek, where the same technique (NOAAKMDL 
method) is used. The TOMS-sonde agreement at San Cristobal is similar to Samoa and 
Watukosek but the TOMS-sonde discrepancy is slightly worse than the JOSE sonde-OPM 
disagreement. Dobson-TOMS (Samoa) and Brewer-TOMS (Watukosek) offsets are smaller (2% 
absolute) than the sonde-TOMS offsets for these stations and for San Cristobal and Fiji. 

JOSE-ZOO0 chamber tests, where the sonde ozone total was -2.5% lower than the standard. The 
Dobson, however, was -2.5% higher than TOMS ozone at Natal. Also, in Figure 4, JOSE-2000 
tests show the instrument type (ENSCI) reading greater in total ozone than the OPM standard for 
the Reunion and Meteoswiss (Nairobi) participants. The sondes recorded 6-7% greater ozone 
than the reference. For the corresponding SHADOZ measurements at Nairobi, total ozone 
normalized to TOMS reads higher than at all other stations but one (Malinidi). However, the 
TOMS-sonde offset at Nairobi is less than the bias of the corresponding JOSE instruments. The 
TOMS-sonde offset based on Rhnion measurements differs nearly 1O?A from the chamber tests. 
4. SHADOZ Ozone Profile Analysis 

SHADOZ stations, it is important to evaluate variability arising from the ozone measurement in 
various parts of the profile. This is done in two steps. First, mean SHADOZ ozone profiles from 
each station are compared to an overall mean SHADOZ profile. Second, biases in the 
stratospheric ozone segments at SHADOZ stations are compared to corresponding behavior of 
the station technique as tested in JOSE-2000. 
4. I 

CMR isolines are drawn to show tendencies for upper stratospheric variability among the 
SHADOZ stations. What is observed? For the three Pacific stations and Watukosek (Figure 5a). 

Natal shows close agreement between the sonde-TOMS discrepancy (Figure 4) and the 

Although there are relatively small differences in stratospheric ozone column among 

Characteristics of Mean SHADOZ Projles 
Figure 5 shows the mean profile from each southern hemisphere SHADOZ station. The 



ozone profiles are nearly identical in the lower stratosphere but there is divergence at the 

partial pressure is 14 mPa. For Fiji the maximum partial pressure is -13mPa. Extrapolations 
above 7 hPa (the minimum pressure plotted) fall between the 8 and 10 ppmv isolines. The 
tropospheric profiles of the three Pacific stations are similar in integrated column amount and 
shape. At the surface, ozone is < 2 mPa (14.5 ppbv), declining to the top of the mixed layer. 
Ozone then increases to -600 hPa where a second decline begins that continues to the 
tropopause. The lower tropospheric layer of maximum ozone is due to imported pollution. Only 
at Watukosek, among SHADOZ sites, does pollution-level ozone occur at the surface. 

Figure 5b shows that the two Atlantic and two Kenyan stations are similar in the 
stratosphere (- 15 mPa at maximum) except for Ascension where the maximum partial pressure 
is < 14hPa. The upper stratosphere ozone (signified by CMR isoline at 12 ppmv) for Natal, 
Nairobi and Malindi is also greater than for Ascension. In the troposphere, Natal and Ascension 
have peak ozone partial pressure at 700 hPa, a consequence of long-range transport of pollution. 
Back-trajectories initialized at 700 hPa from Natal and Ascension on days of ozonesonde launch 
(images available at the SHADOZ website) show African origins for the highest ozone episodes. 
The two sub-tropical SHADOZ stations (Figure 5c) have peak ozone partial pressure closer to 30 
hPa than to 20 hPa (compare the tropical maximum in Figures 5a,b). Sub-tropical profiles are 
signified by more ozone throughout the lower stratosphere and upper troposphere. In the 
uppermost stratosphere, Irene and Reunion differ, with the latter always higher. This causes a 5 
DU difference in the normalized CMR between the two stations (Figure 3c). 

define “mean tropical” and “mean sub-tropical” ozone profiles from SHADOZ data. These can 
be viewed as analogous to the JOSE-2000 OPM “standard” tropical and sub-tropical profiles. A 
SHADOZ “mean tropical” ozone profile, with 1-a standard deviation (Figure 6a), is based on the 
eight stations illustrated in Figures 5a and 5b plus 1998-1999 statistics from Tahiti (see Table 3 
in Thompson et al. [2003a]). For Watukosek, only data from after July 1999, when soundings 
with ECC instruments were initiated, appear in the average. Likewise, the Rhnion (21”s) and 
Irene (26”s) ozone data are used to define a SHADOZ “mean sub-tropical” ozone profile (Figure 
6b.) The integrated ozone column amounts show a tropical-sub-tropical difference of -15 DU: 

str2tcsph,T;c r,&lmum. FGr 1&7*&@& the ---------- IIIQA~IIIWII ~ ~ c u r s  - ---- at -15 W2 and the corresponding 

For purposes of examining relative features of individual station profiles, it is usefid to 

Integrated ozone, surface--10 hPa: 189.4 DU, tropical 206.1 DU, sub-tropical 
Integrated ozone, surface-7 hPa: 212.5 DU, tropical 225.4 DU, sub-tropical 

4.2 

mean, are depicted. Positive deviations signifj a higher bias at the same pressure at a SHADOZ 
station relative to the climatological ozone value. Tropospheric absolute deviations sometimes 
exceed 40%. In the stratosphere (taken as above 100 hPa for convenience), the deviations rarely 
exceed 10%. On average, above 70 hPa, Samoa (Figure 7a) is closest to the climatological mean 
with absolute deviation < 5% up to 10 hPa. Above 80 hPa San Cristobal (Figure 7b) is also close 
to the climatology and the shape is quite uniform throughout the stratosphere. Fiji is distinctive 
among the stations illustrated (Figure 7c) in having the largest positive deviation in the lower 
stratosphere between 40 and 95 hPa. Ascension and Natal (Figures 7d,e) parallel one another in 
the stratosphere. There is a monotonic change in the deviation, starting from station sondes 
biased low relative to climatology. At 10 Ma, both are within 5% of the mean ozone value and 
5-10% greater than Samoa, San Cristobal and Fiji at 10 hPa. Nairobi deviations (Figure 7f)  
resemble Ascension and Natal throughout most of the stratosphere. An exception is in the 80-60 
hPa range where the Nairobi sondes are greater than climatology by -5% and Ascension and 
Natal (Figures 7 d,e) are low by 5-10%. Malindi (Figure 7g) has positive deviations throughout 

SHADOZ Ozone Pro#k Climatologies Rehtive to Means 
In Figure 7a-h individual station ozone profiles, normalized to the SHADOZ tropical 
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the stratosphere, similar to Nairobi (Figure 70. Watukosek (Figure 7h) has the greatest deviation 
from the mean at the 100 hPa !eve! !mt &eve 60 !12a is zlwqs ivithifi 5% of the mean. 

The results shown in Figure 7 are explored further to see if the tendencies recorded in 
ozone above 100 hPa are consistent with the total ozone patterns and with independent 
evaluation of the SHAD02 technique. First we ask: (1) How do the profile deviations from a 
SHAD02 tropical climatology (depicted in Figure 7) compare to variability in total ozone from 
among the stations? The idonnation summarized in Figure 7 is compared to Figure 3 and Table 
3. Figure 3 showed that column-integrated stratospheric ozone to 10 hPa at Samoa, San 
Cristaal, Watukosek and Fiji fall within a 7 DU (177-184 DU) range of one another. This is 
consistent with Samoa and San Cristbbal having profiles close to the tropical mean (Figures 
7a,b). The deviations within the Fiji profile (Figure 7c), positive above 30 hPa and negative 
below, apparently cancel out in the stratospheric integral. Table 3 (also Figure 3a) shows the Fiji 
stratospheric column (1 79.7 DU) close to the all-southern tropical station mean (1 8 1.8 DU). 

Figure 3 and Table 3 show Ascension -10 DU less in stratospheric column than the other 
stations whereas Nairobi and Malindi are -10 DU greater. Figure 7 indicates how these 
variations might come about. The Ascension stratospheric profile (Figure 7d) is 5% lower than 
climatology, on average, throughout the stratosphere. However, at 80-100 hPa, Ascension is 
greater than climatology so the 15-20 km column integral (Figure 3b) does not deviate 
significantly from the other stations. Natal (Figure 7e), like Fiji, has deviations both positive and 
negative so that its stratospheric integral falls near the mean (Figure 3a). Nairobi and Malindi 
(Figures 7cg) are roughly 5% higher than the climatological profile throughout the stratosphere. 
4.3 S H . Z  Profile Biases and J O S ~ 2 0 0 0  Results 

How do the deviations at individual SHAD02 stations, relative to the tropical 
climatology, compare to profile deviations for the given technique as recorded in the JOSE- 
2000 tests with a reference ozone standard? Figure 8 illustrates the stratospheric offsets fiom the 
SHAD02 climatology (as in Figure 7) along with deviations between the corresponding 
chamber instrument and the JOSE OPM. The latter deviations plotted are based on the 
participants specified corrections (PSC). Figure 7 in Johnson et al. [2002] shows that the PSC 
adds 5-10% to the measured value above 100 hPa for all but one method used in SHAD02 
(Table 1; see also Table A-1 in Thompson et al. [2003a]). The exception is a higher PSC (up to 
20% added) used where the NOMCMDL technique is employed (four Pacific stations and 
Watukosek after July 1999). 

San Cristbbal, Figures 8 a,b); NASA/WFF method with Natal and Ascension (Figures 8 c,d); the 
Meteoswiss method with Nairobi (Figures 8e,f). Figures 8a and 8b represent two tropical 
JOSIE-2OOO simulations and display, respectively, the deviations of the sonde from the OPM 
standard with the NOMCMDL sensing solution (2% KI, no buffer) in cells of SPC and ENSCI 
manufacture. The NOMCMDL method is low (-50%) compared to the OPM at 100 hPa. As 
the pressure falls below 60 hPa, agreement improves to within 10% of the standard, averaging a 
little below the OPM in Figure 8a (the SPC instrument) and a little above the OPM (ENSCI) in 
Figure 8b. For the NASA/WFF (Figure 8c,d) and Meteoswiss (Figure 8e,f) methods, JOSE- 
2000 also shows an underestimate of ozone relative to the OPM in the 100-60 hPa range, though 
of less magnitude (1 0-20% deviation) than the NOMCMDL method. Deviations of 
NASANFF JOSE and SHAD02 Natal sondes minimize at 40 hPa (Figure 8c,d). 

In Figure 8 the low-ozone bias in all cases in the 100-60 hPa region in the JOSE-2000 
tests reflects the very low absolute ozone amount at 100 hPa in the simulated profile. The sonde 
responses, determined in preexperiment tests (or pre-launch, in the field), are typically 22-35 
seconds, whereas the photometer senses an ozone change within a second. In the chamber 

Comparisons are given for three instrument types: NOAA/CMDL method (Samoa, Fiji, 

!? 



simulation, the ozone partial pressure was nearly zero from 180-100 hPa. Above 100 hPa, as in 
the tropical atmosphere, nzone incraws & q ! y  h t  the soides iicvei i e s j j d  as quickiy as &e 
photometer. As ozone continues to increase with decreasing pressure, the percentage lag is less; 
the agreement with the OPM improves. 

Differences among sonde performance in the JOSE-2000 stratospheric simulations also 
reflect variations in the sonde sensing solution and ECC instrument type. The large contrast in 
sonde response in the 100-60 hPa range when the NOMCMDL method (Figure 8a,b) is 
compared to the other two methods (Figures 8c-f) stems from a difference in buffering of the KI 
solution. ARer a strong ozone signal has been measured, a buffered solution responds to lower 
ozone sluggishly, a “memory” dect. The unbuffered NOAA/CMDL solution (Figure 8 a,b) 
appears to have a greater lag in the 100-60 hPa region relative to the N A S M F  and 
MeteosWiss instruments (with buffered solutions) because there is no memory from previous 
measurements. Thus, the apparent better ozone response of the NASA/WFF and Meteoswiss 
instruments in the lower stratosphere, either simulated or when Fiji offsets (Figure 8a,b) are 
compared to Natal or Nairobi (Figures 8c-f), for example, is partly an artifact of the solution. 

profile (40-10 hPa in Figure 8) where the ozone maximum occurs. However, this influence is 
more difficult to gauge because PSCs are included in both the JOSE-2000 and SHADOZ data. 
In the case of the NOMCMDL method (Figure 8a,b) the JOSE-2000 tests show a slight 
positive bias above 20 hPa but the SHADOZ data are all relatively low compared to the tropical 
climatology. Fiji, Samoa, San Cristbbal ozone deviations (Figure 8a,b) average -15% lower 
than ozone at Nairobi above 20 hPa (Figure 8e,f) and 5-10?? lower than Natal (Figure c,d). 

The Meteoswiss JOSE-2000 results and SHAD02 Nairobi sonde deviations (Figure 
8e,f) generally follow one another. The Nairobi sondes are higher than the SHADOZ 
climatology throughout the stratosphere. The JOSE-2000 tests showed a mostly positive bias 
for the Meteoswiss method above 65 hPa. The Meteoswiss and NASA/WFF results appear to 
illustrate a difference in instrument type. The JOSE readings shown in Figures 8c-f were taken 
during the same chamber simulations (Nos. 98 and 99) with identically prepared sensing 
solution. Relative to the OPM, the raw signal recorded with the Meteoswiss ENSCI instruments 
measured 510% more ozone throughout the simulated stratosphere than NASANFF with SPC. 
This is equivalent to an integrated ozone difference of -20 DU, similar to the high-bias depicted 
for Nairobi in Figure 3a. These contrasts resemble those of the Nairobi sondes relative to the 
SHAD02 tropical climatology and to the Natal and Ascension offsets above -85 hPa (compare 
Figures 8c and 8e). The tendency for the ENSCI instnunent to record 57% more total ozone 
from 100-10 hPa than the SPC when the same solution composition and processing are 
employed, was a major finding of JOSE-1998 and JOSE-2000 [Smit and Strater, 2004a,b]. The 
same behavior is observed when ENSCI and SPC instruments prepared identically are launched 
on the same balloon [Johnson et al., 2002; F. J. Schmidlin, personal communication, 20031. The 
high ENSCI bias may explain why Watukosek is higher in the upper stratosphere than similarly 
prepared sondes at the three Pacific stations where the SPC instrument is used (Figure Sa) 
5. Summary 

to the new v 8 TOMS total ozone product for the period 1998-2001. At five SHADOZ sites, 
comparisons are also made with ground-based instruments that measure total ozone. The results 
can be summarized as follows: 
1. 

The impact of buffering may be significant in the upper stratospheric portion of the ozone 

In the first part of this paper total ozone columns from SHADOZ stations are compared 

Comparison of total ozone from the SHADOZ sondes and v 8 TOMS shows that, on 
average, the satellite records greater ozone column amount than the sondes or co-located 
Dobson instruments. An exception is at Paramaribo, where the sonde total ozone is more 
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than 5% greater than the satellite overpass amount. These results are similar to sonde 
comparisons with v 7 TOMS [ T h e ~ p s ~ ~  et al., 2003a] bit there is ii 1-2% improvement 
in agreement between the sonde ozone and v 8 TOMS due to re-calibration of TOMS. 
Station-testation total column differences between sonde and TOMS v 8 ozone, 
averaged from 1998-2001, are similar to those for 1998-2000 based on comparisons with 
TOMS version 7 [Thompson et al., 2003al. Also similar to v 7, the worst agreement 
between TOMS v8 and the southern hemisphere sondes occurs at stations with the lowest 
tropospheric column ozone. 
Evaluation of column ozone segments within the stratosphere, based on 1998-2002 
SHADOZ data, shows the same stratospheric uniformity (no longitudinal wave-one) and 
upper stratospheric biases reported by Thompson et al. [2003aJ. 
In the second part of our analysis, variability among SHADOZ stations, normalized to a 

climatological profile, is evaluated through comparison with instrument performance in JOSE- 
2000 chamber simulations of balloon ascents in a tropical regime. The major findings include: 
4. 

2. 

3. 

Nairobi sondes from SHADOZ show a high-ozone bias throughout the stratosphere 
relative to the other southern hemisphere station data. As a result, the mean stratospheric 
ozone column amount over Nairobi is -15 DU higher. 
The JOSIE-2000 chamber tests suggest that the high-ozone bias at Nairobi can be 
explained by a combination of the instrument type and sensing solution employed by the 
Metemwiss-Kenya Meteorological Department. Above the 20-km mark in the JOSE 
chamber, the Meteoswiss (ENSCI) instrument read 5-100/0 higher than the NASANFF 
instrument (SPC) that used the same solution type. Similar contrasts occur in normalized 
Nairobi and Ascensi0dNata.l ozone profiles. 
In JOSE-2OOO too low ozone was measured in lower stratospheric segments (100-60 
Ma) where sonde responses lag the standard photometer by 20-30 seconds. This effect 
appears in segments of four SHADOZ stations (Ascension, Natal, Samoa, San Cristobal). 
The impact of sensing solution composition on SHADOZ station variability is harder to 
assess because PSCs are included in the archived data. JOSE-2000 results show 
memory effects associated with buffered solutions (used at all sites except those with the 
NOAAKMDL method), especially in the lowest ozone segments (-100 Wa). The 
memory effects may also explain positive offsets above 20 hPa at Nairobi and Natal. At 
Fiji, Samoa and San Cristobal, where unbuffered solutions are used, upper stratospheric 
ozone profiles are lower than the SHADOZ-defined climatology. 

Bearing in mind that SHADOZ statistics represent hundreds of balloon flights at some stations, 
compared to a small number of simulations in the JOSE-2000 test chamber (two prototype 
profiledtechnique), it is gratiQing to note that sonde deviations in JOSE are roughly reflected in 
the sonde biases within the S W O Z  dataset. Ozonesonde instrument issues will be fbrther 
evaluated with results from an April 2004 balloon intercomparison called BESOS @alloon 
Experiment for Standards of Ozonesondes; <http://croc. ysfc.nasa.tzov/besos>). As in the JOSE 
experiments, BESOS features a standard ozone photometer through which a set of sondes flown 
on the same gondola are intercompared (cf Hilsenrath et al., 1986). 

5 .  

6. 
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Station 
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SPC 
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SPC,** 
ENSCI 
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ENSCI 

SPC 

ENSCI 

SPC 
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2%KI SPC 
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1%KI SPC 

1%KI SPC 

- - 
1%KI ENSCI 
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Ascension Island 
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Nairobi, Kenya 

Malindi, Kenya 

La Wunion 

Watukosek, Indonesia 

Kaashidhoo, Maldivest 

1% KI 

7 
~~ 

-25.25. 28.22 1%KI 

-1.27 36.80 l%KI 

-2.99 40.19 1%KI 

-2 1.06 55.48 -5, 1% 
KI 
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5 .O 73.5 2%KI 

1% KI 

1 -  I 7 

Aerosols99 Cruiset I - I  - 12%KI 

'SPC 12%KI ISPC 1 

ENSCI 

* Responsible CQ-I JOSE participant: NOAA/CMDL for Fiji, Samoa, San Cristobal, Tahiti; NASA 
Wallops Flight Facility (WFF) for Natal, Ascension; Mkosuisse for Nairobi; Univ. Wunion for L a  
Reunion. FZ-Juelich JOSIE participant test method used at Irene, Paramaribo. 
** Mixture of solution strengths, instruments used; see details in Thompson et al. [2003a] 
t Campaign data in SHADOZ archive. 23 sondes from Aerosols99 cruise, January-February 1999 
pompson et al., 20003; 54 sondes from Kaashidhoo taken during late January-March 1999 [Figure 1 lb 
in Thompson et al., 2003bI 
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Figure Captions 

Fig 1 

Fig 2 

Fig 3 

Fig 4 

Fig 5 

Upper Panel: A comparison of integrated total ozone from sondes, TOMS satellite (Level 2, 
version 8) overpasses and Dobson or Brewer instruments at the following SHADOZ stations: 
(a) Natal; (b) Nairobi; (c) Irene; (d) Samoa; (e) Paramaribo. Lower Panel: % deviation 
relative to the sonde or the ground-based instrument (TOMS version 8). Sonde-ground-based 
instruxnent differences are indicated by a *. Integrated ozone from sondes based on data to 
10 hPa with extrapolation above 10 hPa from McPeters et al. [ 19971 climatology. In 
Thompson et al. [2003a], comparisons are with TOMS v 7 total ozone and sondes reaching 7 
hPa before balloon burst. Overall features using v 7 resemble those shown here with v 8. 
Summaty of averaged differences between total ozone from SHADOZ sondes and from 
TOMS (v 7; CfFigure 9, Thompson et al., 2003a) and sondes and TOMS v 8. Data to 10 hPa 
(Table 3) with SBUV extrapolation are used for sonde total ozone. Shaded region 
corresponds to "best total ozone" based on Dobsons and most recent TOMS calibration. 
(a) Zonal view of stratospheric column ozone determined from integrated stratospheric 
ozone of soundings plus SBUV extrapolation. Bars indicate 1-a standard deviation. For 
Irene, column may be hgher because mid-latitude stratospheric conditions often prevail. The 
lack of distinct zonal variation in the stratospheric column signifies the absence of a zonal 
wavwne in the stratosphere. However, uncertainty about the tropopause location introduces 
4-5 DU imprecision in the values shown and a wave amplitude smaller than that could not be 
verified; (b) mnal view of integrated column ozone (DU) between 15 and 20 km, with 1-0 
standard deviation; (c) mnal view of the difference between average CMR (constant-mixing- 
ratio) extrapolations and SBUV for SHAD02 stations. 
Summary of averaged differences between total ozone from SHADOZ sondes and from 
TOMS (*, v 8, as in Fig 2) with difference between co-located ground-based total ozone and 
TOMS (0, v 8). Also shown for each station is the mean difference in total ozone between 
the representative JOSE-2000 sonde type and the JOSE-2000 chamber standard (0, standard 
= OPM, ozone photometer). 
Mean ozone profiles (from 1998-2002) from soundmgs that reached 7.0 hPa pressure based 
on 0.25 km averages. (a) Pacific, eastern Indian Ocean stations: Fiji, American Samoa, San 
Cridbal, Watukosek; (b) Atlantic and Kenyan sites: Natal (Brazil), Ascension, Nairobi, 
Malindi; (c) two sub-tropical stations in SHADOZ, Reunion and Irene. The standard 
deviation (1-0) for these averages is +/-1.5 mPa at the stratospheric maximum and -0.3 mPa 
elsewhere in the stratosphere. In the middle troposphere, due to large natural variability, the 
1-a standard deviation is -0.5 mPa at the Pacific stations and > 1 mPa at the others. Constant- 



mixing ratio (CMR) isolines are also illustratec 
m e s , x d  i>=k*@ 
mean CMR above 7.0 hPa is given in Table 3. 
Climatological mean profiles based on 1998-2002 SHADOZ data with mean and 1-a standard 
deviation (shaded). (a) "tropical" based on all southern hemisphere SHADOZ stations except 
Reunion and Irene; (b) "sub-tropical" based on Reunion and Irene data. Constant mixing 
ratio isolines shown. 

Fig 7 Mean SHADOZ station profiles (1998-2002) shown in Figure Sa,b normalized to the 
climatological mean in Figure 6a (a) Samoa; (b) San Cristbbal; (e) Fiji; (d) Ascension; (e) 
Natal; ( f )  Nairobi; (g) Malindi; (h) Watukosek. 

Fig 8 Same deviations as Figure 7 except stratospheric portion of sonde illustrated from 100- 10 hPa. 
Stations are clustered according to techmque used. Also shown are deviations of participant 
specified corrections (PSC) fiom OPM standard in JOSE-2000. (a,b) NOMCMDL JOSE 
with deviations from SHAD02 tropical mean profile for Samoa, Fiji, San Cristcibal; (c,d) 
NASAMrFF JOSIE deviations with SHADOZ deviations based on Natal and Ascension data; 
(e,f) Meteoswiss JOSIE deviations with Nairobi deviation from SHAD02 tropical mean. 
JOSE-2000 data are two minute running averages. 

Our CMR definition uses the uppermost 
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1998-2002 0.25km Mean Profiles: Atlantic & African Regions 
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Since 1998 the Southern Hemisphere' ADditional OZonesondes (SHADOZ) project 
has collected more than 2000 ozone profiles from a dozen tropical and subtropical 
sites using balloon-borne electrochemical concentration cell (ECC) ozonesondes. 
See: <http://croc.qsfc.nasa.qov/shadoz>. It turns out that analysis of 
ozonesondes data from SHADOZ [Thompson et  al., 2003al revealed that variations 
in ozonesonde technique might cause station-to-station biases in the ozone 
readings. I n  Sept 2000 we had an opportunity to participate in the JOSIE-2000 
chamber tests with all the SHADOZ methods mentioned. The purpose was to  
examine SHADOZ data in the light of the chamber tests. We found that certain 
variations in SHADOZ ozone profiles are accounted for by differences in solution 
composition, data processing and instrument (manufacturer). Instrument bias 
leads to a greater ozone measurement above 25 k m  over Nairobi and to  lower total 
column ozone at three Pacific sites compared to other SHADOZ stations at 0-20"s. 
in the measurements. We also in this paper compared SHADOZ total ozone column 
amounts to  version 8 TOMS (2004 release). Discrepancies between sonde and 
satellite datasets declined 1-2 percentage points on average, compared to version 7 
TOMS but were still quite at variance (up t o  8%) in total ozone at some sites. 


